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1.  Introduction 

Large  segmental  defects  in  long  bones  do  not  heal  well  and  represent  a  major  clinical  problem  [1]. 
INFUSE®,  comprising  recombinant  human  bone  morphogenetic  protein-2  (rhBMP-2)  delivered  on  an 
absorbable  collagen  sponge,  is  used  by  surgeons  to  assist  the  healing  of  large  osseous  lesions  but  the 
clinical  results  have  been  disappointing  [2],  Moreover,  INFUSE®  is  very  expensive. 

It  is  well  established  that  bone  healing  is  influenced  by  the  mechanical  environment  [3]  [4],  Segmental 
defects  may  be  stabilized  mechanically  by  an  external  fixator.  There  has  been  much  interest  in  the 
concept  of  dynamization,  whereby  the  defect  is  first  stabilized  rigidly  to  initiate  healing  and  then 
subjected  to  axial  motion  (dynamization)  to  promote  the  subsequent  stages  of  healing  and  maturation 
[5].  This  axial  motion  is  transmitted  as  an  axial  strain  or  interfragmentary  movement  (IFM)  through  the 
separated  bone  cortices  (fracture  gap). 

In  research  funded  by  a  CDMRP  Idea  Development  Award,  we  used  a  rat  segmental  defect  model  to 
show  that  healing  in  response  to  rhBMP-2  could  be  accelerated  and  improved  by  “reverse 
dynamization”  in  which  the  fixator  is  first  applied  in  a  loose  configuration  and  then  stiffened  once  bone 
formation  had  started  [3],  [6]. 

The  present  research  will  determine  whether  reverse  dynamization  is  also  effective  in  sheep,  as  a 
stepping  stone  towards  human,  clinical  trials. 


2.  Keywords 

Bone  healing;  segmental  defect;  reverse  dynamization;  sheep;  external  fixator 


3.  Overall  Project  Summary 

The  period  covered  by  this  annual  report  was  dedicated  to  mechanical  characterization  and  design 
refinement  of  the  external  fixator  (SOW  tasks  1-3).  Finalizing  pre-operative  planning  for  the  live  animal 
study  (SOW  task  4)  was  also  completed.  Throughout  the  stages  of  mechanical  testing,  the  fixator  was 
constantly  assessed  for  improvements  in  all  areas.  Broadly,  refinements  to  material  finish  (for  higher 
fixator  fatigue  properties)  addition  of  sand  blasting  to  manufacturing  process  (for  greater  pin-to-fixator 
friction  force),  improved  pin  placement  (due  to  pin  engagement  issues)  and  multiple  shim  design 
modifications  (for  ease  of  use  and  greater  surface  area  for  dynamizing  shims)  were  made.  In  addition 
multiple  revisions  were  made  to  surgical  approach  and  tools  utilized  for  reproducible,  safe,  efficient 
surgeries. 

Thus  SOW  tasks  1-3  have  been  completed,  with  the  successful  property  analysis  and  mechanical 
characterization  of  the  prototype  external  fixator  in  the  ovine  critical  size  defect  animal  model.  This  work 
allows  us  to  start  SOW  task  4  (live  animal  study)  of  this  study  with  all  required  knowledge  of  the  fixator 
assemblies  mechanical  properties,  its  final  optimized  design  and  animal  handling  care  and  surgical 
details  determined. 
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4.  Key  Research  Accomplishments 


I .  External  fixator  mechanically  characterized 


Initial  fixator  efficacy  was  validated  with  sawbones,  a  non-biological, 
repeatable,  testing  material  representative  of  cortical  bone  and  widely 
accepted  in  the  literature  (Figure  1)  [7].  Following  testing  with 
sawbones,  further  tests  on  cadaveric  sheep  tibiae  were  conducted  to 
confirm  the  sawbone  testing  results.  Measurement  of  axial  stiffness  and 
inter-fragmentary  motion  (IFM)  was  the  main  focus  of  the  mechanical 
testing.  Testing  was  taken  to  a  maximum  of  SOON  axial  compression, 
which  was  determined  as  the  greatest  possible  force  generated  during 
the  full  ovine  gait  cycle  [8]. 

This  showed  that  within  SOON  axial  loading,  the  fixator  remains  within 
the  elastic  deformation  region;  (i.e.  the  fixator  is  not  being  permanently 
deformed)  (Figure  2).  Figure  2  also  shows  slight  yield  at  ~200N  force, 
which  was  rectified  by  pin  placement  adjustments.  Axial  stiffness 
across  sawbone  or  bone  samples  approximately 
doubled  when  shims  were  inserted:  high  stiffness  configuration  (shims 
in)  -  562  N/mm;  low  stiffness  configuration  (shims  out)  -  293  N/mm 
(Figure  2). 


Figure  1  Sawbone  models  used  for 
repeatable  external  fixator  testing  and  testing 
fixtures  for  attaehment  to  MTMS  maehine. 
Also  shown  are  extensometers  in  use,  one 
aeross  fraeture  gap  to  measure  IFM  (Left)  and 
two  used  for  fixator  deformation  assessment 
attaehed  to  eustom  rig  (Right). 
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Figure  2  Top:  Elastie  axial  eompression  testing  stiffness  plots  of  external  fixators,  shims  in  (left)  and  shims  out  (right) 
eonfigurations  shown.  Bottom:  Comparison  plots  of  sample  axial  stiffness  (left)  and  interfragmentary  movement  (right) 
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Fixator  deformation  assessments  were  also  conducted  to  determine  loading  parameters  during  axial 
compression.  The  fixator  was  confirmed  to  deform  over  the  ‘neutral  axis’  (center  of  fixator)  with 
negligible  plastic  deformation  within  a  SOON  force  range  during  cyclic  testing  (Figure  3).  Custom  rigs 
incorporating  2  extensometers  were  attached  to  the  neutral  axis  of  the  fixator  (Figures  1  and  3)  and 
‘bending’  was  determined  during  axial  elastic  loading  tests.  The  data  confirm  that  the  fixator  deforms 
symmetrically  over  the  neutral  axis,  confirming  the  manufacturing  design  purpose  of  uniform  IFM,  with 
negligible  subsidence.  Due  to  material  differences  between  the  fixator  (aluminum)  and  pins  (titanium), 
coupled  with  fatigue  mechanics,  slight  plastic  deformation  was  expected  with  the  SOON  ‘elastic’  axial 
compression  force  range. 
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Figure  3  Left:  Plastic  deformation  of  fixator's  across  cyclic  500N  axial  load,  Proximal  (top)  and  Distal  (bottom). 
Right:  Schematic  of  fixator  body  deformation  with  labelled  proximal  /  distal  extensometers  and  fixator  ‘end’ 
deformation  direction. 


Cyclic  fatigue  testing  was  conducted  over  two  experimental  (dynamized  /  reverse-dynamized)  animal 
group  models.  Testing  at4Hz,  SOON  maximum  force,  100,000  cycles  represented  worst  case  animal 
loading  for  initial  3  month  testing  period  (Figure  4).  Significantly,  following  initial  stabilization  period  in  all 
configurations  (due  to  testing  fixture/fixator  subsidence),  all  deformation  plateaued.  Coupled  with 
physical  fixator  assessments  following  testing  for  damage,  this  shows  efficacy  of  fixator  assembly  in 
animal  model. 
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Figure  4  Life  cycle  axial  cyclic  testing  (3  month  period).  Top:  Min/Max  fracture  gap  deformation  measured.  Bottom:  Calculated  fracture  gap 
deformation  occurring  throughout  testing.  Note:  Fracture  gap  deformation  does  not  represent  complete  IFM  as  testing  profile  did  not  consistently 
return  to  ON  at  each  cycle  start. 
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Mechanical  testing  also  assessed  plastic  deformation  and  failure  point  of  fixators  (Figure  5).  Ultimate 
tensile  strength  and  failure  were  not  reached.  However  the  yield  points  for  the  shims  out  configuration 
(~  51  ON)  and  shims  in  configuration  (~  550N)  were  determined.  These  values  corroborate  those  from 
previous  cadaveric  testing.  This  shows  that  any  lesser  force  will  only  negligibly  deform  the  fixator. 

Final  mechanical  testing  assessed  the  torsional  stiffness  of  the  fixator.  Figure  5  also  shows  torsional 
stiffness  for  shims  in  vs  shims  out  configurations.  The  shims  in  configuration  resulted  in  lower  torsional 
stiffness  due  to  the  pin  configuration  localizing  torsional  stress  concentration  in  the  fixator.  Overall  the 
torsional  stiffness  is  sufficient  to  support  the  ovine  animal  model. 
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Figure  5  Axial  Plastic  Deformation  Compressive  testing  (Left)  and  Elastic  Torsional  Stiffness  of  Fixator  (Right) 


II.  Finite  Element  Analysis  modelling 

A  Finite  Element  Analysis  (FEA)  model  was  established  and  refined.  Although  refinement  is  continuing, 
the  model  accurately  predicts  the  mechanical  environment  of  the  fixator  assembly  and  further  validates 
mechanical  testing.  Conversely,  mechanical  testing  validates  the  FEA  model  and  thus  can  be  used  for 
greater  investigation  into  the  stress  mechanics  of  the  fixator  through  differing  loading  parameters.  The 
FEA  model  has  successfully  evaluated  axial  elastic  loading  results  (Figure  2)  and  elastic  torsional 
results  (Figure  5).  The  model  incorporates  624,494  nodes  and  390,052  elements  (tetrahedrons)  (Figure 
6).  The  stresses  shown  mainly  occur  at  pin  -  fixator  /pin  -  sawbone  junction  (as  expected)  and 
throughout  the  center  span  of  the  fixator. 


Shims  ‘In’ 


Shims  ‘Out’  Model 


Figure  6  Finite  Element  Analysis  (FEA)  model  developed  through  ANSYS  16.  Stresses  and  total  deformation 
suffered  shown  in  shims  in  configuration  (left)  and  shims  out  configuration  (right).  Shims  out  model  simplified  by 
removal  of  ‘diagonal’  pins  for  ease  of  computation  (not  in  contact  with  fixator  without  shim  addition). 
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5.  Conclusion 

Successful  mechanical  characterization  of  the  external  fixator  has  been  accomplished,  which  allowed 
for  final  iteration  of  fixator  and  associated  components.  Coupled  with  all  live  animal  study  training  /and 
administration  requirements  completed,  we  are  now  in  position  to  begin  the  next  stage  of  the  project. 


6.  Publications,  Abstracts  and  Presentations 
None 

7.  Inventions,  Patents  and  Licenses 
None 

8.  Reportable  Outcomes 

•  Prototype  adjustable  stiffness  external  fixator  suitably  mechanically  characterized 

•  External  fixator  animal  model  efficacy  confirmed 

•  All  pre-operative  planning  required  for  live  animal  study  completed 

9.  Other  Achievements 


None 
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Study/Product  Aim(s) 

•  To  design,  construct,  characterize  and  evaluate  a  scalable, 
adjustable  stiffness,  external  fixator  that  is  appropriate  for  use  in 
sheep  and  will  allow  reverse  dynamization  in  a  clinically 
expeditious  manner. 

•  To  evaluate  the  ability  of  reverse  dynamization  to  enhance 
healing  of  a  3  cm,  tibial  defect  in  sheep. 

Approach 

We  will  first  design  and  construct  an  external  fixator  that  can  be 
applied  to  a  fractured  sheep  tibia,  allowing  us  to  alter  the  stiffness 
of  fixation  while  it  is  attached  to  the  bone.  The  mechanical 
properties  of  the  fixator  will  be  evaluated  and  characterized. 

The  final  design  will  be  used  in  a  sheep,  tibial  segmental  defect 
model.  Fixation  of  the  defect  will  be  initially  loose.  Once  bone 
has  started  to  form,  stiffness  will  be  increased  and  healing 
monitored. 
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Accomplishment:  SOW  1-4  completed(final  testing  of  cyclic  axial 
bone  fracture  gap  and  torsional  testing  shown).  In  vivo  sheep  studies 
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$301,876 

Updated:  Mayo  Clinic  10/2015 


Goals/Milestones 

CY13  Goal  -  Finish  fixator  design;  construction  and  evaluation  of 
prototype. 

CY14  Goals  -  Initiate  in  vivo  studies  in  which  fixators  will  be 
used  to  accelerate  the  healing  of  3cm  defects  in  sheep  tibiae. 
CY15  Goals  -  Completion  of  sheep  studies.  Preparation  of 
manuscripts  for  publication. 

Comments/Challenges/lssues/Concerns 

•  Slight  delay  due  to  differing  surgical  approach  investigation,  no 
concern. 

•  Further  modifications  to  fixator  component  design;  shims 
changed  to  allow  greater  ease  of  use  and  surface  area  (higher 
pin-fixator  contact  and  friction  force). 

Budget  Expenditure  to  Date: 

Projected  Expenditure:  $580,516 
Actual  Expenditure:  $464,290 


